The Success of Self-Testing for 
Anticoagulation Therapy 


INR Olciimiinde Kisisel Olciim Cihazlari / Self Testing Devices for INR Measurement 


¢.Murat Songur, Burak Erdolu, Utku Unal, irfan Tasoglu, Kevser Tural, Emir Erol, A.Tulga Ulus 
Department of Cardiovascular Surgery, Turkiye Yiiksek Ihtisas Hospital Ankara, Turkiye 


Ozet 

Amac: Varfarin tedavisinin optimum olabilmesi icin gerekli olan terapotik INR 
(International normalized ratio) araligi oldukga dardir. Sik kontrol gerektiren 
doz ayarinin yapilabilmesi icin cok ¢esitli yontemler mevcuttur. Bu calisma- 
nin amaci; kisisel dlgiim cihazlarinin doz ayarlanmasinin yapi|masinda ne ka- 
dar giivenli oldugunun tespit edilmesidir. Gereg ve Yéntem: Herhangi bir se- 
beple varfarin tedavisi alan 46 hasta calismaya dahil edildi. Hastalarin yasla- 
r! 24-84 araliginda degismekte idi. 26 hasta erkek, 20 hasta ise kadindi. Has- 
talar laboratuvar INR sonuclarina gore 3 gruba ayrildilar. Grup 1: INR degeri 
2,0’1n altinda olan, grup 2: INR degeri 2,0-3,5 , grup 3: INR degeri 3,5 ve tize- 
rinde olan hastalardan olusturuldu. Her tig grupta sirasiyla 15, 16, 15 hasta 
vardi. Hastalara parmak ucu kanindan kisisel dlciim cihazi ile INR kontrolii 
yapildi. INR sonuclarinin etkilenecegi etmenler g6z 6ntinde bulundurularak, tic 
grupta ortalama yas, cinsiyet, hematokrit degeri, trombosit sayisi, kullanilan 
ilaclar agisindan istatistiksel anlamli bir farklilik yoktu. Bulgular: Birinci gru- 
bun laboratuvar élciimlerinde INR ortalamasi 1.26 iken kisisel dlctim cihazin- 
da Olctilen ortalama INR degeri 1.45 olarak tespit edildi ve her iki grup arasin- 
da istatistiksel anlamli bir fark bulunamadi (p=0.15). ikinci grubun laboratu- 
var 6lcimlerinde tespit edilen INR ortalama INR degeri 2.74 iken cihazda tes- 
pit edilen ortalama INR degeri 3.51 olarak tespit edildi (p=0.01). Uciincii gru- 
bun laboratuvar cihaziyla tespit edilen ortalama INR degeri 4.27 iken cihazda 
tespit edilen ortalama deger 5.25 olarak tespit edildi (p=0.01). Tartisma: Var- 
farin tedavisinin sebep olacagi hemorajik ve tromboembolik komplikasyonla- 
rin 6nlenmesi acisindan, INR doz ayarlanmasinin dizenli araliklarla, uzman ki- 
siler tarafindan ve hastanelerde yapilmasinin uygun olacagini savunuyoruz. 
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Abstract 

Aim: The optimal therapeutic range for INR of the patient who were on 
warfarin therapy is narrow. There are various methods of INR monitoring 
to adjust the appropriate dosage of warfarin therapy. This study aims to 
test the reliability of POC (Point of care) devices used for INR(International 
normalized ratio) monitoring. Material and Method: Forty six patients who 
were on warfarin therapy for any reasons were enrolled for this study. Their 
INR were divided into 3 groups according to their laboratory INR results. 
Grup 1 had INR results lower than 2, group 2 had INR levels of 2 to 3.5, group 
3 had INR levels of higher than 3.5 INR of the patients were remeasured 
with the POC device. Results: The ages of the patients were between 24 to 
84. Twenty six patients were male and 20 were female. The mean INR level 
of laboratory measurements was 1.26 in group 1 whereas it was 1.45 for 
POC device measurements. There were not statistically significant difference 
between two devices for group 1 (p=0.15). In group 2 the mean INR levels 
were measured by laboratory instrument and POC device were 2.74 and 3.51 
respectively (p=0,01). In group 3 mean INR levels were measured by labora- 
tory instrument and POC device were 4.27 and 5.25 respectively (p=0.01). 
Discussion: We suppose it is rational to adjust warfarin dosage by specialists 
using laboratory results in order to prevent hemorrhagic and thromboembolic 
complications. 
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Introduction 

Safe and impressive warfarin therapy is essential in long term 
care where atrial fibrillation, venous thromboembolism, me- 
chanic valve prosthesis and other disorders requiring antico- 
agulation are endemic. Warfarin therapeutics have preventable 
adverse results such as bleeding from over anticoagulation 
and thrombotic issues resulting from insufficient treatment [1]. 
Routine monitoring of the prothrombin time is fundamental to 
minimize the risk of both bleeding and thromboembolic events. 
The proper warfarin dosing is adjustment based on monitoring 
of the International Normalized Ratio (INR) [2]. 

A recent trend in long-term anticoagulation treatment is the 
development of patient self-testing programs, in which pa- 
tients are supplied with their own portable instruments so that 
frequent measurements can be procured easily at home [3]. 
Point-of-care (POC) anticoagulation tests have potential for in- 
creasing use of warfarin therapeutics in long-term care in some 
respects. Most importantly, they provide quick results. Despite 
these evident advantages, the accuracy of POC devices in long 
term care cannot be assumed. The success of self-testing de- 
pends on accuracy and reliability of POC systems. 

Our goal is to analyze the accuracy of POC instruments by com- 
paring the different INR results generating from whole blood 
with results created by a central laboratory instrument using 
citrated plasma. 


Material and Method 

Patient Sample 

The study was conducted at the Turkiye Yuksek Ihtisas Research 
and Education Hospital in Ankara, Turkey. Forty-six consecutive 
patients on warfarin therapy for long-term anticoagulation of 
venous thromboembolism or mechanical prosthetic valves were 
included in this study. Written consents were obtained from all 
patients. The research protocol was approved by the education- 
al committee of the Turkiye Yuksek Ihtisas Hospital. Patients 
with high hematocrit levels (55% or more), low hematocrit lev- 
els (30% or less), liver disease, congestive heart failure or other 
diseases effecting the action of oral anticoagulants and INR 
values were excluded. 


INR Monitoring Devices 

We used the INR Ratio 2 (HemoSense Inc, Alere Diagnostic USA) 
device as the portable measurement instrument. The INR Ratio 
2 system uses a modified version of the one-stage PT test. Af- 
ter a drop of blood is applied to the test strip, it is drawn into 
the test area and mixed with reagents that initiate coagulation. 
When the blood clots, changes in impedance in the sample are 
detected by the meter. The meter calculates the PT and INR 
resulting from this impedance change and reports them on the 
display. Each test strip contains two channels. Reagent channel 
includes recombinant thromboplastin and buffer, control chan- 
nels include human plasma extracted coagulation factors and 
buffers to yield predetermined clotting times for a low and high 
control. INR Ratio devices international sensitivity index (ISI) 
was 1. 

INR results were generated from citrated plasma with a cen- 
tral laboratory instrument, the Sysmex Ca-7000 system which 
international sensitvity index was 0.96 was accepted as a gold 


standart device. 


Study Plan 

INR level of patients who were on warfarin therapy were mea- 
sured using the Sysmex Ca-7000 system. All vein punctures 
were performed within 15-30 min. before the corresponding 
self-monitoring with a handheld device. Patients were sepa- 
rated into three groups according to their first INR levels. INR 
levels of all the patients were remeasured using INR Ratio 2 
portable device to compare the two results. The same person 
held the second measurement using the portable device. 


Group 1: INR level was lower than 2.0 

Group 2: INR level was between 2.0-3.5 

Group 3: INR level was higher than 3.5 

There were 15 patients in group 1, 16 patients in group 2 and 
15 patients in group 3. Although some patients were on beta 
blocker, digoxine, diuretics, acetylsalicylic acid that may affect 
INR measurement, there were not statistically significant differ- 
ences between the groups in terms of drug usage. 

POC device measurements were carried out by the same person, 
15-30 minutes after the laboratory measurements. Test stripes 
were stored in the room temperature and the alcohol was total- 
ly removed the from fingers of the patients to have standartized 
and safe measurements. QC1 (Quality control) and QC2 values 
indicating the reliability of the measurements were between the 
acceptable ranges for all the tests held by the POC device. 


Statistical Analyses 

Statistical analysis was performed by using SPSS 16.0 statisti- 
cal package program. P values less than 0.05 was considered 
statistically significant. After the examination of normallity and 
homogenity of variance assumptions, as a parametric test Inde- 
pendent Samples T Test was performed for group 1 and group 
3, aS a non-parametric test Mann-Whitney U Test was per- 
formed for group 2. Also, Pearson Correlation Coefficient was 
used for studying the relation between the samples. Continuous 
variables were expressed as mean + standard deviation in para- 
metric tests, as median in non-parametric test. . There were not 
differences between mean and median values for group 2 , we 
used mean values in our results for group 2. ANOVA test was 
used for comparison between three groups of age, hematocrit 
levels and thrombocyte counts. We used chi square test for cat- 
egorical variables(sex,drug usage etc.) 


Results 

Forty-six patients, whose ages were between 24-84, were ex- 
amined in this study. These patients were seperated into three 
groups according to their INR levels measured by the laboratory 
instrument. Mean age of the patients was 53.6 + 15.8 in group 
1, 53.1 + 10.3 in group 2 and 51.3 + 10.3 in group 3 (p>0.05). 
Twenty six were male and twenty were female. There were not 
statistical differences between the three groups in terms of 
gender and mean age (table 1). 

Mean hematocrit levels were 41.2 + 7.1 for group 1, 42.6 + 5.1 
for group 2 and 40.6 + 5.4 for group 3. Trombocyte counts were 
253000 for group 1, 225000 for group 2 and 274000 for group 
3. There were not statistically significant differences among 
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Table 1. Baseline characteristics of the groups 


The differences between two measurements 


Group 1 Group 2 Group 3 p value 14 + 
Mean+SD Mean+SD Mean «SD ‘ 
124 t 
Age 53.6+15.8 53174103 51.3+103 0.87 ‘ oe ve it 
10 - - - : 
Thrombocyte count (/ 253,000 225,000 274,000 0.35 * t t id } 
mm3) 3 8 he ——a e i : a ; 
Hematocrit 412271 42645.1 406254 0.64 Bp Lees 
n n n cit tl 1 Pl iy ft AL 
A ’ * Pvi\ 3 i Rg ef \} 
Sex 2 iy fA 44 ~s * At Sc as | ied 
Male nN 8 7 0.27 PA aoe: 
Female 4 8 8 0.14 1 6 1 16 21 25 31 36 41 
patients 
Drug use 
Beta blocker 6 3 6 0.34 Figure 2. The differences between two measurements. (INR GS; INR goldstandard, 
INR FD; INR fordevice). 
Digoxin 1 2 4 0.29 ordevies) 
ACE inhibitors 5 6 1 0.11 
Discussion 
Diuretics 2 5 7 0.13 
wh es Warfarin is a widely used antithrombotic agent for both pri- 
Acetylsalicylic acid 7 6 1 0.04 . : 
; ; mary and secondary thromboembolic prophylaxis. The narrow 
Diabetes Mellitus 2 1 4 0.27 . ; ; ; ; 
; therapeutic range complicates the patient treatment using this 
Hypertension 6 7 6 0.97 ; ae 
drug and requires frequent INR monitoring. The development of 
Hyperlipidemia 5 7 3 0.36 : ; d : 
point-of-care prothrombine time INR devices has promoted the 
Smoking 5 1 1 0.05 


ACE: Angiotensin-converting enzyme 


groups in terms of hematocrit levels and trombocyte counts 
(table 1). 

The mean INR level of laboratory measurements was 1.26 in 
group 1 whereas it was 1.45 for POC device measurements. 
There were not statistically significant differences between two 
devices for group 1 (p=0.15). In group 2, the mean INR levels 
were measured by laboratory instrument and POC device were 
2.74 and 3.51 respectively (p=0,01). In group 3 mean INR levels 
were measured by laboratory instrument and POC device were 
4.27 and 5.25 respectively (p=0.01) (figure 1). The differences 


The mean INR level of three groups. 
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Figure 1. The mean INR level of three groups (INR GS; INR goldstandard, INR FD; 
INR fordevice). 


between group 2 and 3 INR results were statistically signifi- 
cant. As aresult of Pearson correlation coefficient (r=0.87) and 
p value (p=0) there was a strong positive correlation between 
the two INR measurements. But the difference between the two 
measurements seems to be increasing with ascending INR lev- 
els (figure 2). 


care and treatment of patients receiving long-term warfarin. 
Optimal warfarin treatment requires correct measurement of 
the INR. The choice of a POC device for INR management de- 
pends on the reliability of INR data created by the device. 

Our study reveals, POC measurements of INR show positive bias 
as INR values increase, despite overall good correlation with 
central laboratory instrumentation for the entire range of INR 
measurements. This observation has potentially profound clini- 
cal implications. The reason for this positive bias as INR values, 
decreases INR dosage and it would be at the potential expense 
of increased thromboembolic events. 

Age, gender, some of the therapeutics and comordities may in- 
fluence the INR levels. For this reason we paid special attention 
on group formation and similar distribution according to these 
factors. Reiss et al.[4], reported that the hemotocrite levels can 
effect the INR measurements [4]. So we excluded the patients 
whose hemotocrite levels were lower than 35% or higher than 
55% and took care on group formation in order to have a simi- 
lar hemotocrite level distribution among the groups. 

Dorfman et al.[5], compared the INR measurements of the POC 
devices and the laboratory instruments and concluded that the 
POC measurements of INR were higher than laboratory instru- 
ments measurements. The ISI level of the laboratory instrument 
was 1.29 while the ISI level of POC device was 2.0 and 1.0 and 
this was the most important limiting factor of this study was [5]. 
The ISI values of the POC device and the laboratory instrument 
in our study is 1.0 and 0.96 respectively so, our false positive re- 
sults were low. Perry et al.[6], adduced that antyphospholipid an- 
tibodies affect INR measurement of POC devices. An important 
limiting factor of our study is not to evaluate antyphospholipid 
antibodies of patients [6]. 

POC devices measure higher INR levels as shown in our study 
and many other studies [8;9]. We revealed that POC devices 
measure statistically significant higher levels of INR even in 
between 2-3.5 range of INR that is theurapeutic for many dis- 
eases. It is not rational to use the POC devices for routine INR 
monitoring because it may cause tromboembolic events result- 
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ing from lower doses of warfarin therapy according to false 
high levels of INR. 

The ProTime monitor has been shown to correlate well with 
laboratory testing of INR with correlation coefficients on the 
order of 86-93% in some studies [7-10] whereas some studies 
explain the poor INR correlation between various POC systems 
and laboratory methods [8;9]. Similarly, the results of our study, 
do not correlate between POC devices and central laboratory 
results especially INR values greater than 2.0. 

Kaatz et al [11], compared INR determinations using two POC 
monitors and four clinical laboratories against a criterion WHO 
standart. The authors reported that INR results from two labo- 
ratories using sensitive tromboplastine had good correlation 
with the criterion, whereas INR values determined from less 
sensitive reagents at the remaining two laboratories had poor 
correlation. The authors concluded that large interlaboratory 
variation could occur, indicating the need for cautious interpre- 
tation of INR tested with POC againts conventional laboratory 
methods [11]. 

Asa result, still the best option is adjusting the warfarin therapy 
regularly by a specialist using standart laboratory instrument 
results in order to prevent thromboembolic and hemorrhagic 
complications. 
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